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Always read the instructions for use
For detailed information regarding the instructions for use, indications, contraindications, warnings, precautions, and potential adverse events, 
please consult the device manual. For further information, contact your local Medtronic representative.
© 2025 Medtronic Australasia Pty Ltd. All Rights Reserved. Please note: In contacting the Diabetes Toll Free, your personal and health information 
may be disclosed to an operator located outside Australia.
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